This paper reports on the processing steps in a silicon foundry leading to improved performance of the Radiation Sensing Field Effect Transistor (RadFET) and the use of multiple RadFETs in a handheld, battery operated, combination spectrometer/dosimeter.
Introduction
The storage of large amounts of special nuclear materials and radioactive waste coupled with concerns about terrorism has led to a need for improved sensing of ionizing radiation. Our long term goal is to develop a RadFET technology that is compatible with silicon read-out electronics for a small, rugged integrated, dosimetry system for a wide range of doses and types of radiation.
The RadFET concept for measuring radiation dose has been around for many years [I] . It is based on t.he physics that Si02 dielectric found in MOSFET gates shows high mobility electrons and low mobility holes when excited by ionizing radiation. The trapped holes provide a net positive charge which creates a permanent shift in the FET's threshold voltage.
The RadFETs discussed in this paper are based on our [2] dual dielectric design of SiN over SO2, The RadFETs were fabricated at the Micrel Corp. in San Jose, CA. to specifications provided by the authors. Micrel was able to use their standard p-MOSFET process with the addition of a Low Pressure Chemical Vapor Deposition (LPCVD) SiN deposition after gate oxidation to fabricate the RadFETs. Micrel performs a high dose arsenic implant to provide a low resistance top-side contact to the (100) ri on n+ Si epitaxial substrate. A 2.5 pm, 1 100°C, wet oxidation and the negative photoresist are used to mask the implant whose beam current is less than 400 pA. The resist is removed by an O2 plasma followed by a wet chemical cleaning step. After a 1000°C arsenic drive-in and a source-drain masking operation, BBr3 is difhsed at 1030°C. A 1000°C field oxidation is performed to produce a field oxide of 12 pm and a p+ junction depth of 1.75 ym. After depositing and densifjling an 8 ym, 2.5% phosphorous CVD oxide, negative resist is used to etch the gate region followed by a wet chemical resist strip. A 875OC, 0-7803-3829-4/97/$10.00 0 1 99'7 IEEE dry, sacrificial gate oxide is grown and etched before the gate oxidation and the nitride deposition.
There are a wide variety of applications for RadFETs and many of them require different electrical characteristics to fit in a system.
Sensitivity.
The sensitivity of the RadFET is expressed in units of millivolts per rad dose. The shift in the FET is usually the same whether it is measured with the gate biased to give a threshold current, or at a higher current level where thermal effects are canceled out. Thus we refer to the "threshold voltage shift" even though the measurement is often made at the higher current level. Higher sensitivity is most often obtained by increasing the thickness of the Si02 layer. We have fabricated RadFETs with a range of Si02 thicknesses from 0.02 to 1 micron, giving sensitivities from 0.01 to 5 mv per rad. Some applications (like the "Pocket Radiac" for soldiers) require that no battery can be used and thus there is zero gate bias during dose accumulation. The dose reader in this case is a separate instrument. The sensitivity is lower at zero bias, but because of electron diffusion in the Si02 it can be surprisingly high: as much as 1 mvhad. Through a combination of processing steps including varying the nitride deposition, using p+ polysilicon gates, and varying the gate oxide annealing process, we developed a new RadFET design with a zero bias performance that is comparable to the performance of a biased device.
Sensitivity at higher gate biases is voltage dependent because of geminate recombination effects [2] ; for best sensitivity in a given device a large gate bias during irradiation is desirable, but often that voltage will not be available in the system.
Initial Threshold Voltage:
The most sensitive RadFETs with thick dielectrics will have large intial threshold voltages because of the normal doping levels of silicon used in the process. This means that the initial read voltages may be in excess of -10 volts, and as radiation dose accumulates the read voltage will be several volts larger. Many battery operated systems can not supply these voltages, so we conducted a study of the use of threshold voltage adjusting implants to bring the initial threshold voltage near zero. We found it was possible to reduce the threshold voltage as much as 7 volts without impairing the sensitivity or drift characteristics of the RadFETs.
Read Current Levels: Our original RadFETs required several hundred microamps of read current at the point of
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zero temperature coefficient (ztc). This was deemed as too power hungry for several applications. We were able to reduce the read current levels at ztc to below 50 microamps by redesigning the RadFET dimensions. Again we found that we did not have to sacrifice sensitivity or drift characteristics to achieve the low ztc devices.
Drift: Since the RadFET is an integrating device, the true "signal to noise" is different than that of a dose rate measuring device like a photodiode and is dominated by "drip'. In many applications it will be necessary to have accurate readings of the accumulated dose over weeks or months, and therefore any changes in the threshold voltage independent of those caused by radiation are "drift" and degrade the accuracy of the reading. Our dual dielectric RadFET showed a marked decrease in drift characteristics over earlier single dielectric versions of the RadFET [2] . We attributed part of this to the presence of the negative gate bias during irradiation that pulls holes away from the critical SiSiOz interface where interface state creation can cause a form of drift. Our best performing RadFETs now show postirradiation drift of about 5% of full scale reading over 1000 hours after the irradiation is stopped. We have found that some processing steps lead to considerably higher drift, but we do not have a model for the microscopic origins of the drift.
RadFET Array Spectrometer
The RadFET has several advantages over photocurrent measuring devices like air ionization chambers and nuclear spectroscopy systems using semiconductor crystals. It stores the dose information, including fast pulse radiation events, without power and requires only low voltages typical of silicon analog circuitry. Its main disadvantage is that it can not discriminate individual x-ray photon events and has no inherent energy resolution. To extend the system performance we have designed, fabricated and tested a simple spectrometer/dosimeter system. The model-based RadFET array design consists of four elements with two metal filters for blocking low energy photons below two energy levels, a thin foil for amplifying the low energy photons through dose enhancement effects, and a bare (epoxy coated) device for measuring photons from the entire energy spectrum.
Several different radiation-transport codes were used in the analyses. The x-ray spectra were computed using the MCNP code [3] . MCNP is a general geometry, Monte Carlo radiation transport code. Given a geometric configuration and isotopic composition of some arrangement of special nuclear material (SNM), the MCNP code computes the distribution of photons emitted due the decay of the radioactive materials [4] . The code keeps track of the energy, spatial, and angular distribution of the emitted photons and accounts for the self shielding of the photons in the materials. The MCNP code determines the photon fluence at specified "detector" points surrounding the configuration of SNM.
The various filters were designed with a series of onedimensional photon-transport calculations. Two different codes were used in the analyses. The TIGER code of the Integrated Tiger Series (ITS) code package [5] is a Monte Carlo code that tracks photon and electron transport for onedimensional problem geometries. The CEPXSIONEDANT code package [6] models electron and photon transport for one-dimensional geometries by the discrete ordinates (deterministic) method. The TIGER and CEPXYONEDANT codes both are able to calculate the distribution of energy deposited by photons passing through materials. The transport codes were used to compare various different filter materials and to determine the appropriate thicknesses for the applications. The TIGER and CEPXWONEDANT codes can generally be used interchangeably. The CEPXS/ONEDANT is somewhat more efficient for computing dose distributions, but the two codes provide a good check on each other. The four RadFETs were designed into a printed circuit board with all the necessary analog read-out circuits including a voltage reference to tolerate varying battery voltage. The handheld unit shown in Fig. 1 also contains an ACR credit card sized data logger that records a signal voltage from each RadFET at a predetermined time interval. Fig. 2 shows the signals obtained from the handheld unit from a Np source over a period of 190 hours. The different signal levels from the RadFETs are consistent with the radiation transport code prediction for the x-ray spectrum from N P~~' . Fig. 3 shows the signals obtained from a Pu239 source accumulated over 13 days. Fig. 4 shows a histogram of the ratio of responses relative to the bare (epoxy) RadFET. These ratios are the average of several sets of four signals taken at a given time like those in Figs. 2 and 3 . As long as the total dose on the lowest signal is greater than about 5 rads, the ratios have less than 1% standard deviation. The histograms show that we can easily distinguish the four kinds of isotopes from one another with a simple pattem recognition program. The difference between the Np237 and old Pu239 was expected to be a challenge to the spectrometer because of similarity of their x-ray spectra. The present filter set-up is predicted to allow us to determine the age of Pu sources because of the change in x-ray spectrum from aging. Fig. 2 Data from the spectrometer shown in Fig. I 
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Conclusions
In this paper we have reported on advances in the performance of the radiation sensing field effect transistor (RadFET) through process variations in Micrel's silicon fabrication facility. We have achieved improvements in zero bias response, initial threshold voltage, read current and driR over earlier RadFETs. We have assembled a self contained, battery operated RadFET array spectrometer for use in monitoring special nuclear materials. The energy resolution is sufficient to easily tell the difference between old Pu and Np237 isotopes in metal containers. These are also easily distinguishable from isotopes with much higher energy photons, like Co60 and C S '~~. This low level of energy resolution may also be useful in applications where dose to humans from unspecified radiation sources needs to be calculated; an example would be long space flights. Improvements in both sensitivity and stability will be necessary to fulfill the civilian personnel dosimetry market needs. There it would be required to read a one rad dose accumulation over a period of one year with about 20% accuracy. This market is currently being served by thermoluminescent dosimeters (TLDs). They require a very expensive ($50-90K) reader and can not give real time data.
